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A B S T R A C T
From the prescription to the delivery of a radiotherapy treatment, a team of professionals from a number of disciplines
is involved. In this way significant potential for errors leading to an accidental exposure becomes apparent. Comprehen-
sive quality assurance/quality control (QA/QC) program to minimize such errors is, therefore, required. One aspect of
QA/QC program is quality control of the equipment. In this paper we present experiences in establishing QC procedures
in our centers. Also differences in QC practices in Croatian radiotherapy centers are reviewed in the light of recommen-
dations given by international reports and publications. To obtain insight into the current employed protocols a question-
naire based on our QC protocols was made and it was sent to all radiotherapy institutions in Croatia. QC procedures and
tools used, professionals involved, performance frequencies of the tests and tolerance/action levels are compared. All cen-
ters perform the great majority of QC tests, but some variations in the performance frequencies of QC tests and in person-
nel responsible for performing particular tests are found. Reviewing of QC practices and exchanging experience could
help in evolving uniform protocol for QC procedures at national level.
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Introduction
From the prescription to the delivery of radiotherapy
treatment, a team of professionals from a number of dis-
ciplines is involved in a large number of steps. In this
way the significant potential for mistakes leading to an
accidental exposure becomes apparent and comprehen-
sive quality assurance/quality control (QA/QC) program
is, therefore, required. One of the most important as-
pects of QA/QC program is quality control of the equip-
ment used for the treatment planning and therapy. In
this paper we present experiences in establishing QC
procedures in radiotherapy in our centers. Also differ-
ences in QC practices in Croatian radiotherapy centers
are reviewed in the light of recommendations given by
international reports and publications1–6.
Materials and Methods
At our institutions first QC protocols were made more
than ten years ago, when first linear accelerators were
installed. During that period the protocols were devel-
oped and expanded to all radiotherapy equipment (simu-
lators, cobalt units, brachytherapy units) according to
international recommendations. The main criterions, de-
pending of parameter of interest, for the QC evaluation
were: functionality, reproducibility and precision. Ac-
cording to this written protocols were made for daily,
weekly, monthly, quarterly and yearly procedures. It com-
prises description of procedures, equipment used, toler-
ance/action level and the staff member responsible for
the execution of the procedure.
To obtain insight into the current employed protocols
a questionnaire based on our QC protocols was made and
it was sent to all radiotherapy institutions in Croatia. It
concerned different parameters of QC (security, mechan-
ical, and dosimetrical), protocols, methods, frequencies,
equipment used and time required for the test, as well as
tolerance/action levels and personnel responsible for per-
forming QC tests. All centers responded and results of
the questionnaire for 17 radiotherapy machines (3 cobalt
units, 6 simulators, 8 linear accelerators) were analyzed
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to provide an overview of the current QC practice of ra-
diotherapy equipment.
Results
The presence of written protocols is a mile stone of
QA/QC procedure. We found that less than 50% centers
developed their own protocols according to international
recommendations (Figure 1).
This is very important issue because the lack of writ-
ten protocols may result in different interpretation of ac-
quired data by different users, the frequencies of tests
are often arbitrary and the evaluation of the tolerance/
action levels are usually left to the member of the staff
involved in performing the check. A much better unifor-
mity between centers is present regarding the protocols
for the calibration of dose monitor system on weekly ba-
sis. All institutions with linear accelerators have made
written protocols for this aspect of QC procedures and it
is most often based on IAEA Code of Practice7. This part
of QC procedure is also regulated by the law and it is
mandatory.
Since there were a number of analyzed parameters in
the questionnaire, for the purpose of this work we ab-
stracted only part of them. Therefore we will briefly com-
ment founded discrepancies in frequencies of particular
procedure, time spent for the radiotherapy equipment
QC procedure, personnel involved in performing the pro-
cedure, equipment used for the mechanical/optical checks,
and tolerance/action levels. The others would be dis-
cussed elsewhere.
We found large variety in test frequencies for the
same parameter, e.g. in some institutions laser align-
ment check is performed on daily basis while other per-
forms it on weekly or even monthly basis. One of the rea-
sons for this is different workload of radiotherapy depart-
ments and technically it is seldom possible to integrate
QC procedure in working hours of the department, since
in most institutions radiotherapy machines are engaged
with the patients from early in the morning until late in
the evening.
Reported time spent for performing e.g. monthly pro-
cedures varied from 1 hour to 3 hours per machine. The
main reason for this difference is a lack of uniformity in
defining QC procedures (protocols) between centers.
Variation in staff involved in performing different
kind of checks is also noted. Compliance is present only
in weekly dosimetry checks which are performed by the
physicists. Typically, all the checks must be performed
under the physicist’s supervision, whether in some insti-
tutions physicists performed majority of tests themsel-
ves, in other the majority of tests are performed by radia-
tion therapists. This is illustrated in Figure 2.
There is only one center that use specially designed
QC tools recommended for the mechanical/optical che-
cks. All others use improvised devices which might result
in different interpretation of acquired data by different
users. Main reason for the use of improvised arbitrary
appliances is low awareness by decision makers regard-
ing importance of QC procedures for the clinical use of
radiotherapy machines.
Discrepancies found between tolerance/action levels
amongst the institutions were negligible. Nevertheless,
some ambiguity regarding tolerance levels are present
(Table 1) One of the reasons for deviations could be
found in different literature used.





















































Fig. 2. Personnel involved in performing QC checks. MP – medi-




Collimator angle indicator (1–2)° 1° 2°
Optical distance indicator < 1 mm < 2 mm (1–2) mm
Radiation isocenter – gantry rotation (1–2) mm < 1.5 mm < 2 mm
Output calibration – photon energy (1–3)% < 3% (1–2)%
Discussion and Conclusion
The results of the questionnaire show that, despite
the fact that up to this day it is not regulated as a manda-
tory by the law, radiotherapy equipment QC procedures
take place in Croatian radiotherapy departments on reg-
ular basis. Nevertheless, the lack of legislative in this
field results in problems with incorporation of QC proce-
dures in busy radiotherapy departments. In this way reg-
ular implementation of the procedures are usually left to
conscience of the medical physicists.
The lack of written protocols for QC procedures is
also noted. According to this, large variations in test fre-
quencies, time spent for performing different procedures,
staff involved and tools used for the procedures are pres-
ent. Pointing out these problems we would like to con-
tribute formulating a uniform set of minimum require-
ments for theQC of radiation therapy equipment, according
to international recommendations. We found this as a
very important issue, especially at this time when radia-
tion therapy equipment became very sophisticate. Further-
more, need for formulating a minimal requirements as well
as its implementation should be extended to 3D treatment
planning systems, brachytherapy equipment and mold
room equipment, leading to the implementation of QA/QC
system in every part of radiation therapy procedure.
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KONTROLA KVALITETE URE\AJA U RADIOTERAPIJSKIM CENTRIMA U REPUBLICI
HRVATSKOJ
S A @ E T A K
Proces terapije zra~enjem je vrlo slo`en i u njega su, na razli~itim nivoima, uklju~eni stru~njaci razli~itih profesija.
Zbog toga je i vjerojatnost pogre{ke ve}a. Kako bi se ta vjerojatnost svela na najmanju mogu}u mjeru nu`no je provo|e-
nje programa osiguranja kvalitete/kontrole kvalitete terapije zra~enjem. Jedan od dijelova programa je kontrola kva-
litete ure|aja za terapiju zra~enjem. Ovim radom smo, u svjetlu me|unarodnih preporuka, poku{ali napraviti pregled
stanja u provo|enju programa za kontrolu kvalitete ure|aja za terapiju zra~enjem u radioterapijskim centrima u Repu-
blici Hrvatskoj. U tu svrhu je sa~injen upitnik ~iju osnovu ~ine provjere iz na{ih pisanih protokola, koje periodi~no
izvodimo i koji je poslan svim radioterapijskim centrima. Na temelju prikupljenih podataka uspore|ivani su postupci za
kontrolu kvalitete ure|aja za terapiju zra~enjem, kori{tena pomagala, osoblje koje izvodi pojedinu provjeru, u~estalost
izvo|enja provjera te numeri~ke vrijednosti dozvoljenih odstupanja ispitivanih parametara. Utvr|eno je da se kontrola
kvalitete provodi u svim centrima, no uz odre|ene varijacije. Prikupljeni podaci i njihova analiza poslu`it }e kao osnova
za izradu jedinstvenog nacionalnog programa za kontrolu kvalitete terapije zra~enjem.
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